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Suzhou City Xiangcheng District Sterilization Station
IR Ol KEtid % (EO-Sterilization Batch Report)

Furnace No%i5: Y1-01 Sterilization No. K #t5: 231201 Date H#i: 2023-12-15
Article Name | Production No| Expiration Specification Remark Parameters During Sterilization Cycle Required Actual
i AR S Date5 Frg /25 & RS ESH BEE S FrE
};ieeerdcliensg 231201 12/2026 | 166. 186. 206 etc METAL MAFTA K . f Chamber Temperature while Sterilization(‘C) 47-53  |5:48.5 E: 52.6
KW JE /1Chamber Pressure while Sterilization(kPa) -30—20 |S:-27.1 E:-15.5
K B Chamber Humidity while Sterilization(%RH) 40-80 33.5-52. 8
K i i /A Exposure time(min) 480 480
TR E % EPre-Vacuum Value(kPa)
I¥E JE /1@ E Pressure Amplitude while Humidifying (kPa)
¥R J5 B J7Pressure Changed while Humidifying (kPa)
IN#5E /1EEPressure Amplitude while EO Injection (kPa)
JNZ4 0 JG & J1Pressure Changed while EO Injection (kPa) // S:-69.2 E: -35.2
Iz EEWeight of EO used(kg) 3.8-4.2 12
Sterilization Phase Start Time End Time| Actual Time Sterilization Information Release
KEHIE FEaGE [A] giiifla) | SERRE A Kt / Eodid
W # Conditioning 9: 17 13: 17 240 Normal IE# Passed & #
#MEZ  Air Removal 13: 17 13: 24 7 Normal IE% |:| Rejected #H IR
{RERTE]  Pressure Time 13: 24 13: 29 5 [Q Hod  ®E
#AEO  EO Injection 13: 35 13: 50 15 AN~ 2| AT
Kiift[E]  Exposure Time 13: 50 21: 50 480 W £ Tdctor bﬁf?g\/‘?pﬁ\torﬁ@ﬁ
¥ S HtE  EO Removal 21: 50 22: 16 26 : EO Manger X i + &
W52 Finishing 22: 16 92:48 32 VRV Yass)
Micro I.)ab Manger/fi 5, i




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 231201
GAUGE: 13G.18G
EXP DATE: 12/2026

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Y rd

Suzhou City Xianch%e_ng,’Dis Fret Sterilization Station

% y
\ 2




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 230201
GAUGE: ND14
EXP DATE: 02/2026

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

3"
LOT NO#: 230301

GAUGE: 10G. 12G. 13G. 14G. 15G. 16G. 18G. 20G
EXP DATE: 03/2026

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 210801
GAUGE: ND18 etc
EXP DATE: 08/2024

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xiangcheng




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 211101
GAUGE: ND14. NDI15 etc
EXP DATE: 11/2024

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xiangcheng




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220101
GAUGE: ND14., ND16 etc
EXP DATE: 01/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220301
GAUGE: ND4. NDI5. ND16. NDI18
EXP DATE: 03/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220401
GAUGE: ND14. ND16. ND20
EXP DATE: 04/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220701
GAUGE: ND15. ND18 etc
EXP DATE: 07/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220901
GAUGE: ND14., ND16 etc
EXP DATE: 09/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 221101
GAUGE: ND18 etc
EXP DATE: 11/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xiangcheng




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220301
GAUGE: ND4. NDI5. ND16. NDI18
EXP DATE: 03/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220401
GAUGE: ND14. ND16. ND20
EXP DATE: 04/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 210401
GAUGE:NDI10
EXP DATE: 04/2024

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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R 2058 K B EE % (EO-Sterilization Batch Report)

Suzhou City Xiangcheng District Sterilization Station

Furnace Nof85: Y1-01 Sterilization No. K F#it5: 1812 Date HH#f: 2018-12-15
Article Name | Production No |Expiration Date] Specification | Remark Parameters During Sterilization Cycle Required Actual
Yy 2R ErEiS FROH s/ B5 &iE KEITESH WREE SBrE
ND4. ND14.
PIERCING 1812 12. 2021 NDI1. ND15. ['ETAL K B i Chamber Temperature while Sterilization('C) 47-53  |s:48.5 E: 52.6
NEEDLE ND16. NDIS MAFIA
K i [k J1Chamber Pressure while Sterilization(kPa) ~80—20 JS:-27.1 E:~15.5
K BI{% E Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
A K i [A]Exposure time(min) 480 480
T E %5 Pre-Vacuum Value(kPa)
I I 71 W& FE Pressure Amplitude while Humidifying(kPa)
1% #i J5 = 71Pressure Changed while Humidifying(kPa)
I | 73 WE ¥ Pressure Amplitude while EO Injection(kPa)
InZ§ 45 & 77Pressure Changed while EO Injection(kPa) 1/ S:-69.2 E: -35.2
1nZj & & Weight of EO used(kg) 3.8-4.2 12
S . . Actual e )
Sterilization Phase Start Time End Time Titre Sterilization Information Release
KR FELE T [A] 4 R [a] e KETEN U524
SRS [A] i &
# itioni . . o '
#i # Conditioning 9: 17 13: 17 240 Normal IF% E/ Passed & ¥
HEZ  Air Removal 13: 17 13: 24 7 Normal IE# Rejected 4 g
fRIERTE  Pressure Time 13: 24 13: 29 5 Normal 1E% ] Hold ?i% N
7AEO EO Injection 13 35 13: 50 15 Normal iF3 T ﬂ%%zﬁ _%_—E,YQJE
. " x {E};‘?‘ IF Infector fnz erator {F i
KHiRfE]  Exposure Time 13: 50 21: 50 480 Normal IEH ‘2.232\, i I %é :;pé =
¥ A EO Removal 21: 50 22: 16 26 FAS ‘ EO Manger’ K £ &
WB5EE  Finishing 22: 16 10:48 32 >
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o3 P T AR I XV B
Suzhou City Xiangcheng District Sterilization Station
R 2.8 K it £ (EO-Sterilization Batch Report)

Furnace Nofi5: Y1-01 Sterilization No. K ##it5: 1807 Date H#i: 2018-07-05
Article Name | Production No |Expiration Date] Specification | Remark Parameters During Sterilization Cycle Required Actual
LYRTE N AL S HRM A/ RS &E KEIRSH WEHE SchR{E
PIERCING METAL  |opmm . T B ‘ )
NERDLE 1807 07. 2021 ND13. ND8 | coa K B i F Chamber Temperature while Sterilization('C) 47-53  |S:48.5 E: 52.6
K i H: J1Chamber Pressure while Sterilization(kPa) -30—20 [S:-27.1 E:-15.5
K H##2. Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
. K i B} [8] Exposure time(min) 480 480

TR E %% Pre-Vacuum Value(kPa)

HniE & 7718 & Pressure Amplitude while Humidifying(kPa)

HNVE Bl J5 & J1Pressure Changed while Humidifying(kPa)

TN%45 FE 771 BE Pressure Amplitude while EO Injection(kPa)

JNZ4 31 & FE /7 Pressure Changed while EO Injection(kPa) // S:-69.2 E: -35.2
1% = B Weight of EO used(kg) 3.8-4.2 12
e sl : . Actual v o .
Sterilization Phase Start Time End Time Time Sterilization Information Release
KESE FFAE T [A] GEORETEL | = KEEG Lislid
S RE A L&
H itioni i ; e '
W # Conditioning 9: 17 13: 17 240 Normal IE% D’ Passed & H
#EZ® Air Removal 13: 17 13: 24 7 Normal 1E% |:| Rejected 1 W
{RERE  Pressure Time 13: 24 13: 29 5 Normal 1E# D Hold ﬁ£=!a g
7EAEOQO EO Injection 13: 35 13: 50 15 Normal IE® &% . ., y

KEFE  Exposure Time 13: 50 21: 50 480 Normal IE%

jector bu%é Opgator?s&ﬂij\
#S A EO Removal 21: 50 22: 16 26 EO angerX

—— Fur TR v,--i',/‘;_z ,;d» A
JHESEEE  Finishing 22: 16 10:48 32 B %ﬁ” - '
ey X g Micro [Lab Manger/ii i 5
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Suzhou City Xiangcheng District Sterilization Station
WA 2 b K E#EiE 3% (EO-Sterilization Batch Report)

Furnace No#§5: Y1-01 Sterilization No. XK #t5: 1711 Date H#i: 2017-11-10
Article Name | Production No |Expiration Date] Specification | Remark Parameters During Sterilization Cycle Required Actual
LUITEA 7S LS B RO A/ B S #/IE KEIESH WEME S2hrA
P;gERSEEG 1711 11. 2020 ND12 ﬂ?k K ¥ i £ Chamber Temperature while Sterilization('C) 47-53  |s:48.5 E: 52.6
K = 71Chamber Pressure while Sterilization(kPa) -30—20 |S:-27.1 E:-15.5
¥ K B ¥ Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
; Kt [l Exposure time(min) 480 480
T E = FEPre-Vacuum Value(kPa)
T I 77108 B Pressure Amplitude while Humidifying(kPa)
JN¥EH0 )5 = J1Pressure Changed while Humidifying(kPa)
InZ4 % 748 ¥ Pressure Amplitude while EO Injection(kPa)
I i J5 /£ 71Pressure Changed while EO Injection(kPa) // $:-69.2 E: -35.2
Jin%4 E B Weight of EO used(kg) 3.8-4.2 12
Sterilization Phase Start Time End Time A_I\_ci:::I Sterilization Information Release
KHLRE il S5 [A] SRR KEE / Ik
i # Conditioning 9: 17 13: 17 240 Normal IE% ‘w Passed & #
MEZ*  Air Removal 13: 17 13: 24 7 Normal IE# Rejected #f g
{RIERA]  Pressure Time 13: 24 13: 29 5 Normal 1E% Hfld ﬁpi. s
#AEO EO Injection 13: 35 13: 50 15 Normal iF# Mﬁ 78 5% 7
KHEFE Exposure Time 13: 50 21: 50 480 Normal IE;%{ , {‘21 ,,J A Ingestor jyzﬁ 5Op§at°rf*ﬂzﬁ
#S A EO Removal 21: 50 22: 16 26 ! A W 4 i EO Mangerk £
WEH¥  Finishing 22: 16 10:48 32 ' T } _ ?%:AWZ\ ﬁff“
T icrg Lab Man & 5
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