Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 230201
GAUGE: ND14
EXP DATE: 02/2026

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xian




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

3"
LOT NO#: 230301

GAUGE: 10G. 12G. 13G. 14G. 15G. 16G. 18G. 20G
EXP DATE: 03/2026

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 210801
GAUGE: ND18 etc
EXP DATE: 08/2024

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xiangcheng




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 211101
GAUGE: ND14. NDI15 etc
EXP DATE: 11/2024

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xiangcheng




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220101
GAUGE: ND14., ND16 etc
EXP DATE: 01/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220301
GAUGE: ND4. NDI5. ND16. NDI18
EXP DATE: 03/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xian




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220401
GAUGE: ND14. ND16. ND20
EXP DATE: 04/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Suzhou City XlangchenéDistrlct? erlhzau}n Station
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220701
GAUGE: ND15. ND18 etc
EXP DATE: 07/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

’)
W

» v P

Suzhou City X1angch§ng Dlstggt Sterlh‘ ation Station

{‘»»

W




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220901
GAUGE: ND14., ND16 etc
EXP DATE: 09/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 221101
GAUGE: ND18 etc
EXP DATE: 11/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xiangcheng




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220301
GAUGE: ND4. NDI5. ND16. NDI18
EXP DATE: 03/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.

Suzhou City Xian




Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 220401
GAUGE: ND14. ND16. ND20
EXP DATE: 04/2025

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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Certificate of Sterilization

WUXIAN STERILIZATION STATION (STERILIZATION OF XIANGCHENG
DISTRICT OF SUZHOU, CHINA)

WE CERTIFY HERE METAL MAFIA BRAND PRODUCTS: PIERCING NEEDLE
EXPORT BY WUJIANG CITY WORLDFUL TRADE CO., LTD AND
MANUFACTURED BY WUJIANG PRECISION METAL PRODUCTS CO., LTD

LOT NO#: 210401
GAUGE:NDI10
EXP DATE: 04/2024

HAS BEEN STERILIZATION USING THE EO GAS METHOD OF
STERILIZATION FOR A PERIOD OF 12 HOURS AND THAT ALL
STERILIZATION EQUIPMENT AND PROCEDURES HAVE BEEN INSPECTED
AND FOUND ACCEPTABLE BY ALL THE APPROPRIATE PUBLIC HEALTH
OFFICIALS OF OUR CITY AND COVERNING BODY.
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3P THAH 38 XV B
Suzhou City Xiangcheng District Sterilization Station
I 2058 K B i 3% (EO-Sterilization Batch Report)

Furnace Nof§5: Y1-01 Sterilization No. K #it5: 1812 Date H#f: 2018-12-15
Article Name | Production No |Expiration Date] Specification | Remark Parameters During Sterilization Cycle Required Actual
i 2R S Rt itk /B 5 x-S KELESH WEE SEPRE
FIERCING 1812 12. 2021 1\?1)1)141‘\ I\II\IDDllt‘\ e K B iR FE Chamber Temperature while Sterilization(‘C) 47-53  S:48.5 E: 52.6
NERBES ND16. ND18 AR LA
K Hi Ik J1Chamber Pressure while Sterilization(kPa) -30—20 |S:-27.1 B:-15.5
K H1% ¥ Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
; K T Bf 8] Exposure time(min) 480 480
T HE % B Pre-Vacuum Value(kPa)
1% 77 @ BE Pressure Amplitude while Humidifying(kPa)
fIni i i [ /) Pressure Changed while Humidifying(kPa)
InZ; K 7718 £ Pressure Amplitude while EO Injection(kPa)
InZ i f5 & S1Pressure Changed while EO Injection(kPa) // S:-69.2 E: -35.2
1nZ & & Weight of EO used(kg) 3.8-4.2 12
Sterilization Phase Start Time End Time }}Ci:::l Sterilization Information Release
RE Tros e i S5 R A S BRR 1l KNS ) . L2d
i # Conditioning 9: 17 13: 17 240 Normal E% N/Pas.sed —
#HMHEZ  Air Removal 13: 17 13: 24 7 Normal iF# [[] Rejected 4 i
{RIERfE]  Pressure Time 13: 24 13: 29 5 Normal IEH I_:I Hold 1‘?\% N
#ZAEO EO Injection 13: 35 13: 50 15 Normal I1E# ' _%2_« %_‘L_XZ\ _
KEnilE  Exposure Time|  13: 50 21: 50 480 Nornal E# A S M W iMpector M%Zjé :lpeératorw/ﬁm
#AS KA EO Removal 21: 50 22: 16 26 rﬁ?{f} , f« ‘ EO Manger K 8
{HHE5EE  Finishing 22. 16 10:48 39 < m« {j‘.’;}
[ |

=
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A 268 K i fitic 3 (EO-Sterilization Batch Report)

Suzhou City Xiangcheng District Sterilization Station

Furnace Nof§5: Y1-01 Sterilization No. K #t5: 1807 Date H#A: 2018-07-05
Article Name | Production No |Expiration Date} Specification | Remark Parameters During Sterilization Cycle Required Actual
Vi 2R A R b/ T &iE KEERSH wEE SERRE
Pﬁggﬁff 1807 07. 2021 ND13. ND8 ﬁgﬁ K B8 FF Chamber Temperature while Sterilization('C) 47-53 S:48.5 E: 52.6
K i [ /77Chamber Pressure while Sterilization(kPa) -30—20 |[s:-27.1 E:-15.5
K 1% /& Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
, K E i 8] Exposure time(min) 480 480
T 2 %% i Pre-Vacuum Value(kPa)
Hi1i8 FE 7711 Pressure Amplitude while Humidifying(kPa)
INi@ §1 5 J& /1 Pressure Changed while Humidifying(kPa)
J25 [ 7@ FF Pressure Amplitude while EO Injection(kPa)
1257 J5 JE J7Pressure Changed while EO Injection(kPa) // S:-69.2 E: -35.2
4 & £ Weight of EO used(kg) 3.8-4.2 12
Sterilization Phase Start Time End Time /'\r(i;:::I Sterilization Information Release
KE Lz TT 450 (8] S5 1] Bzt Al KB &R | & Kk

T # Conditioning 9: 17 13: 17 240 Normal IEH Passed & #

#EZ Air Removal 13: 17 13: 24 7 Normal IE% [] Rejected i ¥

{RIERSE]  Pressure Time 13: 24 13: 29 5 Normal IE# .D Hold # § .

#AEOQ EO Injection 13: 35 13: 50 15 Normal IE% %L_ 2«%‘7261,_

KHHiE]  Exposure Time 13: 50 21: 50 480 Normal IE%, P Ineler méé EEOE% Naias

#SHfE  EO Removal 21: 50 22: 16 26 YA EO Aangﬂer}( H

JEHEYE  Finishing 22: 16 10:48 32

~
% E’ﬁ»; Micro [Lab Manger[ﬁ’iﬁjﬁ
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WA LK K it id 3% (EO-Sterilization Batch Report)

Suzhou City Xiangcheng District Sterilization Station

Furnace Nof§5: Y1-01 Sterilization No. KB #it5: 1711 Date H#f: 2017-11-10
Article Name | Production No |Expiration Date] Specification | Remark Parameters During Sterilization Cycle Required Actuai
LR N 2 S (1= EEpiE! g/ 25 &iE KEERESH WREE A
Pégggig(} 1711 11. 2020 ND12 ﬁﬁ K B iR E Chamber Temperature while Sterilization(‘C) 47-53 S:48.5 E: 52.6
K 1 = 71Chamber Pressure while Sterilization(kPa) -30—20 |[S:-27.1 E:-15.5
¥ K B i £ Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
; K i [a]Exposure time(min) 480 480
TR % BEPre-Vacuum Value(kPa)
J0E & 30 E Pressure Amplitude while Humidifying(kPa)
I8 Hi & & J7Pressure Changed while Humidifying(kPa)
I I 7318 B Pressure Amplitude while EO Injection(kPa)
INZ47i J5 & J7Pressure Changed while EO Injection(kPa) // S:-69.2 E: -35.2
Jin% &= B Weight of EO used(kg) 3.8-4.2 12
Sterilization Phase Start Time End Time ﬁ‘.?:::l Sterilization Information Release
R FE FFoR R 8] S5 [A] SRRl KETEHL / Ls2ie
i # Conditioning 9: 17 13: 17 240 Normal 1E% w Passed & B
HWEZ Air Removal 13: 17 13: 24 7 Normal IE% Rejected 46 it
{RIERTIH]  Pressure Time 13: 24 13: 29 5 Normal IE# Hgld ﬁpiﬂ hY
FZAEO EO Injection 13: 35 13: 50 15 Normal 1E%# o 7Y 5% ‘%?ﬁ'L
KE A Exposure Time 13: 50 21: 50 480 Normal i1E%# : Injector jm/ZZS / gp it
#SMtE EO Removal 21: 50 22: 16 2% 5_ - EO iangg@g:%%
WHFHE  Finishing 22: 16 10:48 32 | NCAA
'*(!" Micr?l_aa—bkMan B B
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